UNCLASSIFIED 


AD  NUMBER 

AD841619 

NEW  LIMITATION  CHANGE 
TO 

Approved  for  public  release,  distribution 
unlimited 


FROM 

Distribution  authorized  to  U.S.  Gov't, 
agencies  and  their  contractors;  Foreign 
Government  Information;  JUL  1968.  Other 
requests  shall  be  referred  to  Commanding 
Officer,  Fort  Detrick,  Attn:  SMUFD-AE-T, 
Frederick,  MD  21701. 

AUTHORITY 

BDRL  ltr,  13  Sep  1971 


THIS  PAGE  IS  UNCLASSIFIED 


AD 84 161 


TRANSLATION  NO.  2?  ^ 
DATE:  $ 


\  \ 
\  \ 


DDC  AVAILABILITY  NOTICE 


i 

j 

» 


This  document  is  subject  to  special  export 
controls  and  each  transmittal  to  foreign 
governments  or  foreign  nationals  may  be 
made  only  with  prior  approval  of  Commanding 
Officer,  Port  Detrick,  ATTN:  SMUFD-AE-T, 
Frederick,  Md.  21701. 


■*.  \ 


D  D  c 

001341968 

uiitasEi/u  l 


r 


4 


i 


DEPARTMENT  OF  THE  ARMY 
Fort  Detrick 
Frederick,  Maryland 


-t  , 


- - 


r 


,  i  .  •■■  •■ 


III.  Results  of  the  method^technio  modification  v. 


The  method  described,  which  we  term  balanced  method,  was  employed  with  a 


M 


diluted  strain  of  Bac,  anthracis.  It  produced  a  united  counting  objective 
insofar  as  it  builds  no  long  threads  but  relatively  short  rods  on  a  definite 
culture  medium,  which  are  usually  found  single  or  in  chains  with  at  the  west 
from  two  to  three  links.  The  bacteria  were  strained  on  an  agar  culture  medium 
and  were  then  suspended  in  tap  water  with  1#  formaldehyde.  13  preparations 
were  produced  and  35  sample  fields  were  counted;  an  average  nf  6,51  .  107. 
cells  were  obtained  per  cubic  centimeter.  A  number  of  control  counts  in  a 
"Helber"  bacterial  count  chamber  (produced  by  the  Hellige  Co.)  which  is  0,02  mm 
deep,  resulted  in  a  6,10  .  107  average.  If  we  consider  the  average  value 
between  the  two  count  chamber  results  as  the  true  value,  the  maximum  devia¬ 
tion  of  a  single  value  obtained  by  the  balanced  method,  from  the  true  value 
is  2756  and  the  average  square  deviation  of  the  balanced  method  results  from 
their  own  average  is  0,95  .  107  or  14,556.  An  example  of  a  count  is  given 
here.  The  counted  sample  fields  were  arranged  in  5  horizontal  and  7  vertical 
rows  and  gave  the  following  cell  counts  (Tab.  1) 

Table  1.  Cell  count  in  35  sample  fields,  which  are  equally  distributed 
throughout  the  preparation 
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If  we  take  the  average  from  the  9  central  sample  fields  in  Fig,  1,  we 
note  that  it  ia  much  higher  than  the  average  of  the  remaining  26  fields  , 
i.e.,  12,2  as  opposed  to  3,7,  This  intensifying  of  cell  numbers  near  the 
center  was  met  as  a  rule  in  all  preparations  produced  according  to  the  method 
described  above,  and  may  well  rest  on  the  fact  that  a  number  of  cells  remain 
attached  to  the  upper  or  lower  glass  surface  while  the  liquid  ia  spreading. 
Furthermore  we  noticed  an  identical  occurence  in  the  Helber-chamber,  By  not 
filling  the  latter  from  the  side,  but  by  placing  the  drop  on  the  chamber  floor 
and  then  placing  the  cover  glass  over  it,  we  found  that  the  values  were  much 
higher  when  the  drop  was  placed  on  the  chamber  net  cross  section,  then  when 
deposited  at  a  few  milimeters  distance. 

A  suspension  of  micrococcus  pyogenes  (var.  aureus)  was  then  also  counted 
twice  according  to  the  described  balanced  method;  the  obtained  values  were 
I7lt/t  .  107  and  16,1  .  107  cells  per  cubio  centimeter,  while  the  average  from 

n 

2  Helber-chamber  counts  gave  14,06  ,  10',  Further  straphylococcus  counts 
fere  discontinued  by  this  method,  as  it  became  clear  that  an  extremely  unequal 
oell  distribution  takes  plaoe  with  staphylococci,  that  the  cocci  are  so  daep 
in  one  or  more  areas  of  the  preparation  center  that  they  defy  counting;  the 
periphery  is  then  correspondingly  poor  in  cells.  The  cocci  of  the  Micro, 
pyogenes  strain  in  question,  had  a  very  limited  tendency  to  bunch-up,  most 
cells  lay  alone  or  in  pairs  after  agitation  of  the  suspension  by  hand,  very 
few  bunehee  appeared  whioh  could  not  be  oounted.  The  mentioned  bunching-up 
of  the  ooool  near  the  preparation  oenter  is  therefore  hard  to  understand, 
the  more  ao,  ainoe  a  corresponding  test  showed  that  cooci  suspended  in  water 
with  1&  formaldehyde  had  a  leaser  tendency  to  remain  attached  to  the  glass 
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than  anthrax  bacilli 


a.  First  modification,  So  as  to  circumvent  this  calculation  difficulty, 
we  placed  the  oover  glass  on  the  instrument  stand  to  weigh  it,  then  brought 

a  drop  of  bacterial  suspension  into  contact  with  the  side  of  the  glass,  so 
as  to  distribute  the  liquid  under  the  entire  cover  glass  through  capillarity; 
the  liquid  remaining  on  the  edge  was  eliminated  with  blotting  paper,  it  was 
weighed  and  the  preparation  was  sealed  off  with  vaspar.  Much  effort  has  been 
concentrated  on  construction  of  counting  chambers  in  a  manner  to  alio?/  filling 
from  the  side  by  pouring  the  liquid,  as  this  gives  better  results  than  placing 
the  drop  on  the  actual  area  to  be  counted,  Staphylococci  in  such  a  preparation 
have  proven  equally  distributed  and  easily  counted,  5  preparations  were  made 
from  one  suspension  and  counted;  the  main  deviation  from  the  average  was  9.3$ 
and  the  standard  deviation  7.9$.  No  comparison  with  a  counting  chamber  was 
made  in  this  series.  The  disadvantage  of  the  operation  just  described  stems 
from  the  fact  that  one  has  little  influence  on  the  layer  thickness,  since  the 
quantity  of  liquid  flow  between  the  carrier  and  the  top  glass  may  vary  con¬ 
siderably  due  to  capillarity;  as  a  result  the  layer  is  sometimes  too  thick, 
at  other  times  too  thin  and  is  often  different  at  various  spots  in  the  pre¬ 
paration. 

b.  Second  modification.  So  as  to  also  meet  this  oiroumstanoe,  the 
cover  slide  was  attached  to  the  objeot  carrier,  before  placement  of  a  drop 
of  solution.  The  preparation  is  produced  in  the  following  manner:  a  very 
email  quantity  of  vasolena  is  placed  at  each  corner  of  the  upper  surface  of 

a  oover  slide  by  means  of  an  instrument,  a  wire  for  example.  The  cover  slide 
with  the  vasoline  faoing  down  ia  then  pressed  onto  an  object  carrier.  Vaspar 
la  than  applied  to  two  opposite  edges  of  the  oover  slide  in  a  manner  to  com- 
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pletely  seal  off  the  spacg  between  the  cover  slide  and  object  carrier;  the 
preparation  is  then  weighed  on  the  analytical  tare  balance  and  a  drop  of  the 
suspension  to  be  tested  is  placed  on  one  of  the  open  edges  of  the  cover  slide; 
the  remainder  is  cleaned  off  after  the  liquid  has  spread  out  under  the  entire 
oover  slide  and  the  preparation  is  again  weighed.  The  two  open  edges  are  also 
sealed  with  vaspar  after  the  weighing.  It  becomes  easy  after  a  while  to  seal 
the  cover  slide  by  means  of  a  vaspar  covered  wire,  so  as  to  avoid  smearing 
vaspar  on  the  cover  slide  surface;  this  is  achieved  most  easily  by  first 
plaoing  the  vaspar  on  the  object  carrier  at  a  short  distance  from  and  parallel 
to  the  cover. slide  and  then  to  let  it  flow  on  to  the  slide  edge  by  passing 
over  it  with  a  clean,  hot  wire.  With  this  method  the  layer  thickness  may 
be  Influenced  up  to  a  point,  by  exerting  pressure  on  the  four  corners  of  the 
oover  slide,  when  it  is  attaohed  to  the  object  carrier  by  means  of  vasollne. 

Cells  of  various  sizes  were  counted  and  the  date  compared  with  counts 
from  the  Kaiber-ehaober,  after  this  second  modification,  which  in  most  cases 
appeared  the  moat  suitable  of  the  3  methods  deseribed.  (Tab.  2) .  The  sus¬ 
pensions  were  correspondingly  diluted  for  the  oahmber  counts. 

One  may  conclude  from  Table  2  that,  assuming  the  chamber  count  value  to 
be  eorreot,  the  balance  method  in  general  gives  approximately  oorrect  values 
for  small  bacteria  (micrococcus.  Pseudomonas);  this  also  applies  for  Erythro- 
'  oytoe.  On  the  other  hand  the  vertioal  deviations  in  Bao,  Anthraois  are  oon- 
sidereble,  and  a  strong  dependence  of  error  on  the  layer  thickness  may  be 
notloed  here;  the  smaller  it  la,  the  stronger  the  vertical  deviation  of  the 
attained  value  from  the  true  value.  The  else  of  the  anthrax  baoilli  cannot 
be  held  oo ap lately  responsible  for  these  deviations,  for  they  should  then 


also  appear  with  erythrocytes;  the  fact  that  the  anthrax  bacilli  under  con¬ 
sideration  show  a  definite  tendence  to  adhere  to  upper  glass  surfaces  might 
possibly  play  a  part. 

Table  2,  Results  of  repeated  counts  of  various  suspensions  according  to  the 
balance  method  and  the  Helber  chamber.  Germ  count  data  per  cv?  in 
ten  million  units.  (D  *  average) 

Susp.  Particle  Results  Average  layer  thiokness 

Nr.  Chamber  count  Balance  method  in  u 
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Suspension  Nr,  5  was  mainly  concerned  with  capsulated  hay  baci’lus  individuals. 
The  great  variations  among  the  chamber  count  results  is  very  noticeable;  the 
standard  deviation  is  approximately  26$,  while  it  should  be  approx,  6$  con¬ 
sidering  the  P0isson-particle  distribution  in  the  suspension  (Abbe,  1873, 
Student,  1906/07),  as  an  average  count  of  288  cells  was  attained  per  com¬ 
puting  chamber.^  The  standard  value  deviation  of  single  counted  squares 
within  a  computing  chamber  was  approximately  equal  to  the  square  root  of  its 
average  value,  as  is  to  be  expected  in  a  Posson-distribution,  The  deviation 
growth  in  the  single  chamber  counts  may  well  be  partly  caused  by  the  fact 
that  the  capsulated  bacilli  evidence  a  very  slow  rate  of  sedimentation;  the 
oount  is  therefore  slowed  down,  as  the  entire  light  must  be  investigated. 

In  the  meantime  evaporation  sets  in  at  the  edge,  manifested  by  a  light  stream¬ 
ing  within  the  chamber.  Evaporation  and  mainly  the  current  resulting  from 
the  latter,  naturally  influence  the  result  when  they  are  limited  in  nature. 

Only  a  limited  number  of  cells  had  settled  on  the  bottom  after  the  counting 
chamber  had  been  left  in  the  damp  chamber  for  several  hours.  The  differences 
between  the  separate  results  for  suspension  Nr.  5  are  greater  than  expected 
even  with  the  balanced  method;  the  etandard  variation  consists  of  12, 5$  instead 
of  %  (an  average  of  402  colls  were  oounted  for  every  preparation) .  However 
the  diserppenoy  between  the  expected  and  actual  value  of  the  average  square 
variation  is  not  aa  great  as  that  of  the  same  suspension  count  taken  in  the 
Helber-ohaaber, 

1,  See  Seat*  V  for  the  calculation  of  the  expected  standard  percentage 
deviation  for  the  ntaber  B  of  a  oounted  particle. 
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So  a3  to  see  whether  a  difference  exists  In  the  preparation  cell  contents 
when  the  suspension  is  taken  by  pipe  or  pipette,  6  test  lots  of  anthrax 
bacillus  suspension  were  taken  by  means  of  a  pipe  or  6  with  a  pipette  and  they 
were  counted  in  a  Helber  chamber,  each  tii.e  resulting  in  400  cells.  The  lots 
taken  with  a  pipe  gave  a  cellular  average  of  4,87  .  10'  per  cubic  centimeter 
with  a  standard  variation  of  4,8$;  the  pipette  tests  resulted  in  a  cellular 
average  of  5,48  •  10^  per  cubic  centimeter  and  a  standard  variation  of  29,8$. 
The  difference  between  the  two  averages  is  considerable  and  the  possibility 
that  the  two  originate  in  different  totalities  is  of  approximately  9 4$  accord¬ 
ing  to  the  t-test  (Fisher,  1936).  A  similar  test  was  then  conducted  with  a 
suspension  of  human  erythrocytes  in  sodium  citrate  and  formalin,  where  the 
one  half  of  the  Helber-chamber  was  filled  with  the  solution  by  means  of  a 
pipe,  and  the  other  with  a  pipette,  in  such  a  manner  as  to  eliminate  com¬ 
munication.  The  preparation  was  sucked  into  the  center  of  the  plate  in  the 
Reagen  glass,  as  in  the  case  of  the  Bac.  anthracis  suspension.  Naturally 
care  was  always  taken  to  homogenize  the  suspension  well  before  every  test, 
by  the  presence  of  Newton  rings  after  every  filling, 

100  squares  of  1/480  mra^  were  counted  during  every  erythrocyte  count. 

The  average  of  the  erythrocytes  found  with  the  6  pipette  tests  was  326.1, 
while  the  6  pipe  tests  had  332.8.  This  difference  naturally  still  falls 
within  the  area  of  ohanoe.  The  preparatiom taken  with  a  pipe  show  a  higher 
degree  of  variation  than  those  taken  with  a  pipette,  in  contrast  with  that 
of  anthrax,  namely  a  standard  deviation  of  18$  as  against  11,8$.  Tie  should 
not,  here,  enter  into  the  various  causes  of  this  discrepancy,  however  the 
results  may  indicate  that  a  considerable  possibility  of  error  must  still  be 
expected  in  chamber  counts. 
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